Background-The American Thoracic Society recommends that the inspired concentration used for the estimation of carbon monoxide transfer factor (TLCO) mixture should be 0-25-0x35% carbon monoxide, 10-14% helium, 17-21% oxygen, balance nitrogen. Inspired oxygen influences alveolar oxygen and hence carbon monoxide uptake, such that transfer factor increases by 0x35% per mm Hg decrease in alveolar oxygen. To aid in the standardisation of TLCo either a known inspired oxygen concentration should be used, or TLCO should be corrected to a standard inspired oxygen concentration. The range of gas mixtures used in practice and the implications for cost and accuracy have been investigated. Methods-A questionnaire was sent to 185 respiratory units in the UK requesting information on (1) the method used to estimate TLCO, (2) the manufacturer of the equipment, (3) the mixture used, (4) whether "medical quality" gas was ordered, and (5) the level of satisfaction with supplier service. Results-Replies were received from 106 units. Most used the single breath breath holding method for which 17 different test mixtures were ordered. One unit also used the single breath exhalation method. Inspired oxygen ranged from 17*94% to 25%, giving a wide variation in alveolar oxygen and hence TLCO. Forty seven units ordered a specific inspired oxygen, the rest ordering "air" as balance. The cost per litre of gas varied greatly, with the mixture 14% helium, 0-28% carbon monoxide, balance air (17.90/o oxygen) and 10% helium, 0-28% carbon monoxide, balance air (18.8% oxygen) being cheapest to produce. Ordering a specific inspired oxygen concentration increased the cost. Large cylinders of gas were cheaper for the same mixture. The mixture for the exhalation method was the most expensive. Sixty seven units ordered "medical quality" gas and six assumed this was supplied. Twenty nine (27%) were dissatisfied with their supplier due to (1) poor service, (2) long delivery times, (3) costs, or (4) wrongly labelled cylinders.
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The purpose of this study was to determine (1) the different mixtures ordered by departments, (2) whether the mixtures were ordered with a medical product licence, and (3) the level of satisfaction with supplier service.
Methods

QUESTIONNAIRE
A questionnaire was sent to 185 respiratory units in the UK, requesting information on (1) the method principally used to estimate TLCO (2) ( 3) the precise mixture ordered from the supplier, (4) whether this was ordered as "medical quality", and (5) any problems the laboratory had with the supplier.
ANALYSIS
The potential costs of the different gas mixtures were assessed by obtaining price quotations from a single supplier (British Oxygen Company) for some of the mixtures used and calculating the cost in pence per litre. This included the cost of the certificate of analysis, but not delivery or rental charges. The least expensive analysis was selected (certified) giving a tolerance of between ±2% and ±5% of each component. An estimate of the yearly expenditure was based on a throughput of six patients per day, each requiring six litres of inspired gas plus one litre per day for calibration of the gas analysers for one year of 250 working days.
Results
Replies were received from 106 laboratories. Of these 103 routinely performed the single breath breath hold measurement, two performed steady state measurements, and one rebreathing measurements. One laboratory also performed the single breath exhalation method. The majority of laboratories (77%) used equipment from PK Morgan Ltd, the remainder using either Jaeger (10%) or Gould/Sensormedics equipment (12%).
MIXTURES
Seventeen gas mixtures were ordered for the breath hold method of which 12 were for the Morgan equipment ( This elegant method of measuring transfer factor,5 combined with pulmonary blood flow, provides potentially useful information on the gas exchange process of the lungs. The mixture as ordered employs acetylene to estimate blood flow and replaces helium with methane. This allows the gases to be analysed using a single infrared analyser. The cost of this mixture is higher than the single breath method, and as yet there are no published data regarding the clinical usefulness of this technique.
RECOMMENDATIONS
To improve standardisation of TLCO, reduce costs, and achieve good practice it is recommended that for the moment two mixtures should be available (a) 14% helium, 0-28% carbon monoxide, balance air for Morgan equipment, and (b) 10% helium, 0-28% carbon monoxide, balance air for Jaeger/Inmed equipment. The mixtures should be produced under a medical product licence and all manufacturers should in future supply linear helium analysers capable of reading up to 15%. The single exhalation method needs to be evaluated.
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